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Microprisms for In Vivo Multiphoton Microscopy of Mouse Cortex
Michael J. Levene, Thomas Chia.
Yale University, New Haven, CT, USA.
Fluorescence microscopy of cortical slices, yielding ready access to all six
layers of cortex, has proven to be a powerful technique in neurophysiology,
however it lacks the context of in vivo experiments. In vivo microscopy, pri-
marily multiphoton microscopy, provides this context but without ready access
to deeper layers and typically involves imaging of a field-of-view that is
roughly parallel to the cortical layers. Needle-like gradient index (GRIN) lenses
have been used as invasive relay lenses to access deeper brain structures, how-
ever these lenses damage the apical dendrites of the neurons of interest during
insertion into the cortex, and are therefore of limited use for functional cortical
imaging.
We present here the use of micro-prisms for performing in vivo multiphoton
microscopy of mouse cortex. Small (~1 mm ) prisms with a reflective coating
on the hypotenuse act as a miniature periscope, rotating the image plane from
one parallel to the cortical layers to one that is perpendicular to the layers. This
enables simultaneous imaging of the entire thickness of cortex, much as is done
it cortical slice preparations, while maintaining a large degree of the in vivo
context.
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Structured Illumination Microscopy in 2-D with Image Restoration
Walter A. Carrington.
Mathematical Microscopy, Ashburnham, MA, USA.
The resolution of fluorescence microscopes is fundamentally limited by physics
to about 200 to 250 nanometers. An approach to improving this resolution is to
impose a pattern on the illumination exciting the fluorescent sample [Gustafs-
son, 2000]. This structured illumination approach doubles the resolution of the
fluorscence microscope. A further doubling of the resolution of structured illu-
mination images. is obtained using a computational approach, image restora-
tion or ‘deconvolution’. In this computational approach, the imaging process
is quantitatively characterized and this quantitative knowledge is used to im-
prove the resolution of the microscope data [Carrington, 1995].
This algorithm has been implemented in 2-d for structured illumination micros-
copy with good results. Simulations show that for a noise free image we obtain
resolve point sources separated by 40 nanometers. In simulations of samples
with noise typical of bright samples, two point sources separated by 56 nano-
meter are resolved. In simulations of point sources each of which is a single
fluorophore, two fluorophores separated by 72 nanometer are resolved.
Carrington, W.A., Lynch, R.M., Moore, E.D.W., Isenberg, G., Fogarty, K.E. &
Fay, F.S. (1995) Super-resolution three-dimensional images of fluorescence in
cells with minimal light exposure. Science, 268, 1483-1487.
Gustafsson, MGL(2000) Surpassing the lateral resolution limit by a factor of
two using structured illumination microscopy. Journal of Microscopy 198
(2), 82-87.2995-Pos
Dual-Channel Single-Molecule Imaging of pRNA on phi29 DNA-Packag-
ing Motor
Hui Zhang, Dan Shu, Roman Petrenko, Taejin Lee, Feng Xiao, Jarek Meller,
Peixuan Guo.
University of Cincinnati, Cincinnati, OH, USA.
Bacteriophage phi29 DNA-packaging motor is geared by six packaging RNAs
(pRNA). The pRNA molecules have been reported to serve as building blocks
in RNA nanotechnology, and as vehicles for specific delivery of therapeutics to
treat cancers and viral infections. The understanding of the 3D structure of
pRNA and its location and positioning on the motor are both fundamentally
and practically important. A customized single-molecule dual-color imaging
system has been constructed to study the structures of pRNA molecules. The
system is the combination of a low-temperature (80 C) sensitive electron
multiplied CCD camera and the prism-type total internal reflection mechanism.
A laser combiner was introduced to facilitate simultaneous dual-channel imag-
ing. It has been applied to study the structure, stoichiometry, distance and func-
tion of the phi29 DNA packaging motor. Single molecule photobleaching anal-
ysis clarified the stoichiometry of pRNA on the motor and elucidated the
mechanism of pRNA hexamer assembly. The feasibility of the single-molecule
imaging system was demonstrated in single-molecule FRET studies. Distance
rulers made of dual-labeled dsDNA and RNA/DNA hybrids were used to eval-
uate the system. The single-molecule FRET was also applied to the recon-
structed the 3D structure of phi29 motor pRNA monomers and pRNA dimers.
Ten pRNA monomers labeled with single donor or acceptor fluorophore at var-ious locations were constructed, and eight partner pairs were assembled into
dimers. FRET signals were detected and utilized to assess the distance between
each donor/acceptor pair. The results provide the distance constraints for com-
puter modeling of the motor. We have also re-engineered the energy conversion
protein, gp16, of phi29 motor for single fluorophore labeling to facilitate the
single molecule studies of motor mechanism. The potential applications of
nanometer localization approaches (SHRImP and SHREC) to the study of
the phi29 nanomotor were also investigated.2996-Pos
High-Resolution Intracellular Viscosity Measurements using Time-Depen-
dent Fluorescence Anisotropy
Patrick Moyer, Wes Parker.
University of North Carolina at Charlotte, Charlotte, NC, USA.
A characteristic of living cells is that they continuously respond to changes
in their environment. Our ability to observe and measure these responses on
micro- and nanoscale levels gives us insight into the internal organization of
the cell, and allows us to formulate a more complete model of cell physiol-
ogy. We have developed a technique for makinghigh-resolution, sub-micron
measurements of intracellular viscosity in vivo. A low-cost pulsed laser is
used in conjunction with a homebuilt confocal laser-scanning epifluorescence
microscope with submicron lateral and axial spatial resolution to measure
fluorescence anisotropy at specific locations within a mouse J774 microphage
cell. Global deconvolution techniques are used to determine rotational corre-
lation times for fluorophores in those locations. In order to effectively deter-
mine the quantitative viscosity of the selected intracellular region, we first
measure molecular rotational correlation times of our chosen fluorophore
(HPTS, or pyranine) in known viscosity solutions of trehalose in water.
We then construct a calibration curve relating the rotational behavior of
the fluorophore to viscosity. This calibration curve is used to generate quan-
titative viscosity measurements for the measured intracellular rotational cor-
relation times. The data show that local viscosities within the cell are not
uniform. In the cytoplasmic areas measured, rotational correlation times of
HPTS ranged from 0.144 ns to 0.320 ns, and viscosities ranged from 1.00
to 2.21 cP. We will compare the use of time-dependent fluorescence anisot-
ropy with fluorescence correlation spectroscopy techniques used to determine
intercellular viscosity, and identify the conditions under which each tech-
nique is most beneficial.2997-Pos
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Monitoring Changes in Bacteriorhodopsin Conformation using Fluores-
cence Lifetime FRET with a Maximum Likelihood Estimator
Margarita A. Stapountzi.
Imperial College London, London, United Kingdom.
Protein folding is a fundamental process within biological systems and changes
of the protein conformation upon folding and unfolding can be studied by
